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GALVANIC, 
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FARADIC AND SINUSOIDAL ELECTRODES 


THE SELECTION OF ELECTRODES 


The* physician cut ering Hie ti <-Ll of ilr*‘tro-l hempeutic!-; finds llic so Inf ion n f suitable 
electrodes a rather perplexing problem* especially us some writers recommend the use 
for some favorite metal in almost every conceivable application, Noiswanger is partial 
to copper, Massey holds fast to Kim-, and Martin is a strong advocate of platinum. 
Tint matter really resolves itself to the quesHon, ■ 1 Shall the particular electrode he solu¬ 
ble ftr insoluble**: in other words, shall it be immune or subject to the elect roly tic decom¬ 
position Whieh takes place at. I he positive pole. 

THE POSITIVE POLE of the galvanic current liberat es m jk! attract® the atoms of 
oxygen and chlorine found in the fluids of the body which attack the metal composing 
the electrode; and it it be one of the baser metals, such m copper, zinc, or iron, a salt 
is readily formed; this constituting the oxychloride of the respective metal. 

THE NEGATIVE POLE gives rise to no such decomposition as takes place at the 
positive ami therefore the metal used is not an Important factor; although nickel plated 
instruments are usually utilized for special applientimm wilh this pole, because they do 
not tarnish or rust. 

THE KAKADU - PE If RENT has no chemical properties and the metal utilized Is not 
an essential item, although nickel plating is preferred, 

THE SINUSOIDAL ('UBfiEKT lays no claim to any special polar effects and accom¬ 
modates itself to the form of electrode most readily available. 

COPPER, ZIX'C AND IRON are used largely fur their antiseptic. and astringent 
properties find the former is in popular favor at ihe present day A copper electrode is 
valuable fur metallic: eleeirolysN at the positive pole and is useful on the negative pole 
or with the fa la die current, 

X I UK EL PLATED KLEETE0RE8 are designed especially for use w ith the fnradic 
current nr the negative pole in galvanism, and should on no account be employed on the 
positive poU% as the plating would be stripped: this also applies to gold-plated needles, 
for, it will he recollected, gold is .subject to the influence of chlorine, 

BLOCK TIN. PLATINUM AND CARBON arc capable of withstanding the action 
of tie- positive pole, being unaffected by either chlorine or oxygen: and therefore may 
he utilized where the effects uf this pot a am desired in cases where t ho application of 
metallic salts is not indicated. Platinum is very costly and carbon is brittle and hard 
to work, but; block-tin is more practical, as the cost is not prohibitive ami it is easy of 

adaptation. 

VAGINAL AND INTRA-UTERINE ELECTRODES are always best of copper, ox 
cept for faradization <»r diluting, when nickel-plating is preferable. 

RECTAL ELECTRODES nr<* usually more desirable in copper, as the treatment of 
hemorrhoids deiimuds this particular metallic salt, 

ABDOMINAL ELECTRODES arc preferably cnimpoN&tl of a block-tin plate with 
a suitable covering, 

URETHRAJ, ELECTRODES, if required solely for the treatment of stricture, should 
W nickel-pin ted. but for the treatment of gleet and kindred ailments copper is indi¬ 
cated* 

EYE, EAR, NONE AND THROAT ELECTRODES are largely called for in copper, 
but in cases where the faradir or sinusoidal currents are to be employed, nickel-plating 
is more desirable, 

EPILATING ELECTRODES OR NEEDLES are usually of steel, as the nega¬ 
tive pole is most cum manly employed for this purpose, 

AS A ST" MAIARY i[ might be snitL that, cupper U ;i very serviceable, all-round 
metal, mid can occasionally be replaced by zinc or iron; but nickel-plated instruments nre 
in a class of their own, and arc unexcelled for certain special applications, 

NOTE—All prices in this Bulletin nre net 30 days, delivery F. O. Tt. Chicago, excepting 

that u discount of fi% will be allowed where cash accompanies the order. 
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GALVANIC. FARADIC AND SINUSOIDAL ELECTRODES 


ADJUSTABLE CORD TIPS AND UNIVERSAL CONNECTORS 




rig. 6504 


rig. 6500 



Fig. 6601 



Fig. 6602 Jig. 6503 



Fig. 8215 


nbov# connectors form n bandy menu* nf making various rnimoctlons between Melntush ap¬ 
paratus or ulmrotlpg and other makes of apparatus or elm-trod**. The McIntosh mljmjtabla cord tip 
has been adopted n* rtiimdaril by most- rmtmifiicturer* fe» St was the first in the field, although hoiuo 
maker* of ajiparultift still use * different siije of tip. 


The Sm. fl5h4 and 6505 fire very ton violent for improvising electrode* of block-tin, alloy or 
other slieel inetnL 


F\g, 6501 b 
Fig, #601* 
Fig. 0502. 
Fi^ G5Q2 
Fig, 0504- 

each 


Adjust a Ido Cord Tips, per pair. . .... r . 

McIntosh Universal Cord Tip Conner tor. each..,, . ... . 

Double Connector for wires and cord, each , , .* *.. 

Universal Electrcidu Cotiucr-ior To lonnect cord tips, enrh. 

I Jr. Herdmun'a Connector for attaching cumin rtmg cord to sheet metal, 


l H 'L r . ftS-O.i. J>r. HenbrntiFs Connector fur connecting two conducting cords or at 
tucking to sheet metal, each. . . . . . .. 

Fiff- 6566. Handy Connector for connecting adjustable cord tips with lh« clamp 
form vt binding floats,, each ...., ..... 

Fiir. 650?. Connector for attaching two conducting cords to otic binding pout, each 
Fig, Adapter to lit McIntosh Uiffh Frequency Handle with inch shank 

to attach aiiy McIntosh Electrode having it *n-r ew terminal with 5-36 thread, 
such a* the Xo. No. 6008* No, fiftft?, No, 6126, etc,. permitting these 

uloeirodcH to he imcd for high frequency application, .. 

Fig, 6511 Adapter to fit high frequency handles nf other makes having a % inch 
shank, to bo used some us above.. . ... , , . ... .. 


Fig *2lf>. Morse Spring Clip Connector [o ecuinoct cord lips to any size of sheet 
metal, mesh gauze, etc...,... 

I* ig. 1ft 0 fin Block-tin alloy No* 22 gauge for improvising surf ace electrodes per 

pound ..* . *... . . .. *. 

This material comes in rolls 12 inches wide and one pound measures 12 inchcj. 
wide by 8 1 richer long,) 

Fig. 19048. Conducting cords, cotton covered; with McIntosh adjustable cord tips 
ft foot IcHig* per pair .*..... 

Fig. lftft-19. Conducting cords, rottuu covered, addition per pair for every two feet 
added ,. , .................. 

Fig. 10050, Conducting cord, eottqn covered, per yard .., „ , 

Fig. 1 OOrtO. Maroon and Blue, ft ft, Silk Covered Conducting Cords, extra heavy 
insulation, per pair ,..... 

Fig. Ift^dl. Heavy Silk Covered Bifurcated Conducting cord ft ft. long, n grout 
convenience to connect one cord with two electrodes, price. r , . , . . .. 

Fig. 1O0H2. Extra Heavy Silk Covered Conducting Cord, Maroon or Blue, per yard 


i ‘ode Word 
30.30 Fagle 
.40 Earth 
.40 Ebb 
.40 Ecru 

.40 Edwin 

■ .40 Effect 

,40 Edison 
.76 Evolve 


.60 Elude 
*00 Enact 
.25 Hovey 
.75 Able 


1.00 Alloy 

.20 

.16 Amber 

1 SO Alhin 

1,00 Alert 
,25 Aid on 
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GALVANIC, EARADIO AND SINUSOIDAL ELECTRODES 


I 


“KANT3ERN” 

(Trad urn ark Keg. XL B. But. Off.) 

ASBESTOS PAD ELECTRODES 



Composed of asbestos filling covered with strong cotton mesh with flexible metal 
conductors with high gr&de sheet rubber battks, Asbestos is the best substitute tor day, 
eliminating the annoyance or inconvenience of that substance, Absorbs and retains' 
moisture better thtin any other material and is flip least irritating. 


Fig. 6210. Abdominal or General Purpose Pad. 
Price .. 


size, s x 10 inches. 

.$ 4.50 


Code Word 
Ezra 


An excellent means of applying abdominal massage with 
the slow’ sinusoidal nr surging sinusoidal imutchi to the abdomen; 
using No, 6211 Lumbar Pnd |placed crosswise under the lumbar 
region. A small bag of sand or shot may be used to weight ihe 


abdominal pad 111 position. 

Fig. 6211. Lumbar Pad, Size, 4-xtO umbos. Price.. 3.SO 

Employed by Dr, Ireland for treatment of lumbago with 
negative galvanism and salicylate of soda cataphorically with 
patient lying prone upon the positive abdominal pad. 

Fig, 6212, Perineal Pad. Size, 2 k 8 inches. Price. 2.00 


Designed for treatment of pruritus with negative iodide 
cs tap bores is (galvanism) with No. 62(2 (positive 1 ) to abd omen. 
Affected parts must be thoroughly cleansed before treatment to 
avoid undue irritation. 






Eugenie 


Event 


Fig. 6213. Asbestos Covered List's, 3 % inches in d in meter, encased 
In muslin; designed to take the place of the ordinary felt discs 
supplied with most apparatus. Attachable to McIntosh No. 1 
Universal Wooden Handles. Price, per pair, without handles,.,. 1.50 

Fig-. 6217, Price, in eluding No, 1 Wooden Handles.. .,.. 2.25 

Fig, 6214. Asbestos-Covered Oval Pad, 3x5 Inches, with heavy sheet 
rubber cover With sirup to attach to hand for manual nmstulge 
of the abdomen or other parts. Price, ....... .... 1*5(1 

Fig. 6215. Complete Set Kanthem Asbestos Pud Electrodes*,... 13.00 


Eat a I n 
Error 


Escape 

Elector 




















pp 
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PAD ELECTRODES 


8340 


0130 


6030 


Fig. 6230. Kaih thorn Asbestos Pud Electrode, same style ns described 
on page 4| size 2x3 inches.. *.. ♦ *.. 

Fig, 6231. K:i nHit ni Asbestos Pad Electrode, size 3x3 inches.. *.*■ 

Fig. 6232. Kant-horn Asbestos Pad Electrode, size 4x6 inches. 

Fig. 6233, KnntbiTii Asbestos Pad Electrode, size ax 7 inches*...*. 

Fig, 6234, Kant born Asbestos Pud Elect rodi\ size 6 x S inches...,.. 

Fig. 6235. Kant born Asbestos Pad Electrode, size 7x9 Inches. 

Fig. 0006. Dr. W S. Hayes * Hpoiigio-PiHne Abdominal Electro<k\ 
8 inches in diameter .......... . 

Fig. 6U3U. Wrist or Ann Electrode.....> «... * ** 

Fig, 6130. Neck Electrode.... , Mt(i 

Fig. 8340, Dr. Mel R. Waggoner *& Bi-anral Electrode........ 

An admirable form of self retaining elect rode for bi-aura l 
treatment with galvanic* sinusoidal ot the high frequency cur¬ 
rent, especially used by Dr* Waggoner in the treatment of ca¬ 
tarrhal deafness- with Diathermy, Note the screw terminals of 
electrode to which pledget* of cotton are attached for each patient 
instead of the insanitary sponge tips. Also note the substantial 
screw clamp holding the members of the electrode firmly in posi¬ 
tion so that it does not slip out of the external meatus. 



Code Word 

$1.26 

Esteem 

1.75 

Elis 

2*50 

Em clen 

3*00 

Eddy 

3,50 

Emmet 

4*00 

E clips 

2,00 

Exile 

LOO 

X, 

Etna 

1.00 

Envoy 

3.76 

Hull 


6066 


Face 
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HANDLES AND SURFACE ELECTRODES 



6087 6003 


GQOl, L T tih r fltsrtl Rii rid leg with spongio-coVtu r:1 «Iiper pair 
Fig. 0201, Uni vernal Bstud!#* only, per pair 

Fig. ASCII. Spongfa Discs* p«r pair. 

Fig 0-101. I iiivflrjjiil Handle with set stTi'w. jut pair. 

Fig, 0087. Universal Dandle, with 1 nh-miptrr, each., H . 

May b& usud u> inwjrrupi galvanic current fur nerve or muscle testiuu- or 
U* Interrupt the rapid sinusoidal rurrent for Hiriimit spinal reliefs 

Fiff. 0540, Metal Handles, nickel-]dated, per pair ... . 

Ki «- i K0 ?f> Set roupiKiftig of No 15031 Handle with 3 dW* for 

testing in cases of nerve injury. .. r , 

Fie, 0081. Large Interrupting Handle O inches long May be umd either for in 
inrmpied ■ urrent or eonllnuous current according to which .socket (he cord 
Up is placed in, price . . 

Fig. 60B2i Plain Handle, anme style ua No. OOhl, without interrupter, price 

Fig, OOUy. Spnngiur overall Kleutrode, in aula ted with soft rubber for gem-rut' up 
plication with the hand . , , ,... n r 

Fig. fJ05^, Metallic Foot Plate, 0 Inches sipuire. ... r ... 

Vig. Dost). MeLoen Universal .Electrode, 8*U» incite* HWitde metal,’ 'to' be VoVored 
with moijft cotton or lint in use). 


NOIEI Many McIntosh elortrodo* nre limits I led with n cor it tip socket which will receive rtw 
Mdotosh adjustable cord tip. However, n number of electrodes arc provided with „ screw terminal 

to port,, 1 1 the elect.. t» he used with an insulated bundle. Such electrode, can be screwed to the 

S201 Universal Wooden Handle or lb the Xo. «082 I.'iitverstil Handle; or con be attached to No 651)3 

Oomiftrlor. 


$1.50 

Code Word 
E(Ttir^ 

.75 

Kgmont 

.75 

Egypt 

1.00 

Epaulet 

1.25 

Edify 

1.00 

Efficient 

6,00 

End 

S. 50 

Elatn 

2,00 

EM ot 

1.25 

Endure 

.00 

Elbow 

1.26 

Explicit 

h will 

receive thu 

i n sf-mw terminal 

hr acrewud to the 

n idled 

to No. 0503 
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ELECTRODES FOR SPONDYLOTHERAPY 



Fig, 6156 



Fig. 615S 


Code Word 

Fig, 6156. Spondylectrode ..... $7.50 

Vi led in eliciting tin- various reflexes of the spin*' according 
to t lie mot hod described in il ftpondylcithernpy J* Tin* distance 
between the two electrode discs is just sufficient to span the 
spinous processes, covering the foruminaa on each side 

When the little lever marked 14 A T1 connects the two met si 1 
plates together, and the conducting cord is attached to socket 
marked # *B/* the electrode is monopolar; while an indifferent pad 
must lie applied elsewhere. 

When the lever marked ,( A M is open, with one cord at li B f ' 
and one in socket “(V' the electrode is bipolar. Tin* current ran 
be interrupted by means of the interrupter on handle, nr can 
be made continuous by sliding the ring 11 D J ' down over the in¬ 
terrupt or to hold it stationary. 

Two small discs are provided for dia gnostic effects and two 
larger discs for treatment. The user of ii sinusoidal apparatus, 
whatever make, will find this an invaluable device for applying 
the current, to the spine. 

Fig, 6158. I>r, Boomer *s Self Retaining t^plnnl Electrode.. 7.50 Excess 

In the application of the siaraoidfi! current according to 
S p© n dy loth era py, a ®eLf-retaining electrode will be found of groat 
convenience! avoiding the tedium of having to hold the electrode 
in place. This electrode was designed by Dr. J. F. Roomer of 
Waukegan, III,, and consists of a substantial fibre baud, fitted 
with two metal {dates, perforated with numerous holes to admit 
The stems of sponge disc electrodes and a neat handle and web¬ 
bing band to fasten about the body. By lit ting the discs to the 
holes nearest The center The electrodes are brought close together 
as for cervical application; while bv moving them farther apart 
the spacing can be adjusted to suit the dorsal or lumbar vertebrae. 

This electrode is ideal for application beneath the inferior angles 
of I ho su&pulau for inducing contraction of the abdominal muscles 
as in splanchnoptosis, gastro ptosis, onleroptnnm, etc., according to 
Kellogg's method. An interrupter is provided cm the handle 
whereby the current can be broken at will, especially for the ap¬ 
plication of an intermittent rapid sinusoidal current. This elec¬ 
trode will be found of great convenience to all who own a sinu¬ 
soidal apparatus and will save many minutes of valuable time. 


Exhort 
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ELECTRODES FOR MUSCULAR FARADIZATION, ETC. 




6102 6026 6017 6032 6066 6069 

Fig* 0Jt>2. KrhV Electrode To be used with the fa rad its or rapid Chide Word 

simtsoidu] current, to small muscles as U> I he eye, and for test¬ 
ing for reaction of dugeuentt ion, etc,, !S0,75 Elegant 

Fig, d026, DuehemieMetallic Points. afford tog a highly concen¬ 
trated form of electrode contact for nmstnihir faradization. 1.25 Elixir 

Fig. 0017. Mil id lie Brush Electrode. Far fain die n-p plication to the 
skin surface to increase circulation and to produce sedation in 

painful muscle areas.*.... *__ 1.00 Elder 

Fig. 6032. Ball Electrode, each.....75 Eutopic 

Fig, 0(133. Disc Electrodes. To be covered with gauze or gold beater 
shin and moistened. To be used with the faradic., rapid sanusoidnl, 
or interrupted galvanic current^ for testing for reaction of degtfrt- 
v ration, for the treatment of atonic muscles, and for peripheral 

nerve stimulation, set of three .1.00 Enthrone 

Fig. 6033 A, Large Disc Electrode.....50 East 

Fig. 6033B. Medium Disc Electrode....... ...... ... ... .50 Echo 

Fig. 0im<\ Email Disc Electrode..50 Edge 

Fig. 0055, Esophageal Elect rode, complete. .. . ..*. 3,50 E*i Inim 

This elect rude lias a spiral inside, is very flexible and is 
insulated with soft rubber* It is 24 inches in length, and is 
furnished with four metal ulives, siv.es 1 -j* and ${ inch in 
diameter, which screw firmly on the distal end. 

Fig, 0080, Stomach Electrode . ................. .. 3.60 Emotion 

For the application of Galvanism or Farad lam within the Stomach or Rectum. 

. Tib* In it '»erj llexilde electrode itiwith very smooth colon tube, the olive 
point being of hard rubber with per fora ihm#, so rhtit the current only comes 
hi contact with tha innenus surface through ait eqncuim medium provitmuly injected. 

NOTE! Any of the uhove electrode* with screw terminal, such us No. (1102, Xu. 0017, No, 0OS2, 
etc., may he mtachetl to a high frequency handle for high frequency treatment, hy using Adapter 
No, 051H or No, (1511, 
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EAR, NOSE AND THROAT 


Fig G074, Double Eye Sptmjje Electrode with Handle. For the npplu-nt of (’ode Word 

the f fi milii r or rapid sinusoidal current: for the treatment of Atony of the 
muscles. or for ii't'Rlimjnl with punitive trailvriitic current for •rdniceatlou . . S 2 .B 0 Essence 

Fig. ( 101 H, Doubler Ear Electrode. Insulated. with Sponge Tips. To bo used with 

positive tiiihjitde current for congestion ntitl pain. or with rapid or surging 

Mimtsoidnl for dfenftt«*».. , , ....... . . , ... .. * . 2.00 Ergo 

Fig. G0S7. Small Eye Electrode, Copper, For the treatment of inuchoma with the 

positive galvanic nimitit producing cupric rataphoroah* . . . 1.00 Finite 

Fig, S0U4. Eye Cup Electrode. To be tilled with cotton and medicated solutions 

as conductors of the positive galvanic current, fur the treatment of conge* 

. ■ .. ■ ... .... ■ , , .. 2,00 Elgin 

Fig. 0011 . Copper Tongue Plate. Insulated. For the treatment of imiolant ulcers 
and skin erosions by ilic application of the positive galvanic mirrent. producing 
cupric CfvtaphnTOsis (See Noihwji Tiger 1 * "Electro Therapeutical Practice."" 

figure 29. page 190>....... . . 1.00 Elope 

Fig, HOdi, Dr Sharp".* .Single I'opprr Nasu! Electrode For the treatment of 

catarrh with the positive pole of the galvanic current. 3.05 Extract 

Fig. 600b. Dr, Sharp's Double Copper Nasal Electrode. 4,50 Exude 

Fig. 6013 Tonsil Electrode* nickel-[dated, . . . . .. 2 00 Fviuh* 

Fjg. ( 102 ,^. Laryngeal Electrode, nickel plated, insulated. l ‘50 Everett 

Fig, 0028. Laryngeal Electrode, with sponge lip,... . jjstj Entropy 


* cfl 
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GALVANIC, FABADIC AND SINUSOIDAL ELECTEODES 


VAGINAL ELECTRODES 



Fig. ROOD. Vaginal Klertrndo, nickel-plntod . .. ...$1.75 

Fig. OO'fl’H, Curved Vaginal Electrode, nickel plated, insulated, tfi be used for 

stimulation with the ftimdio wave or surging sinusoidal current.,... 3.00 

Fig. SOSO. Dr. A. II. Codec's iLjmrtnr Vaginal Electrode, nickd-plnted . . 1.00 

Fig. 011 Ik Corner lltill Vaginal El or t,™d<- For ulse with the positive galvanic 

eurratt: for the treatment of menorrhagia- (Pee Keiewagupr, figure 21. t. , . 2.25 
Fig. 6216, Zinc Ball! Vaginal Electrode, for ilne-tuercury nmalgiun rauphore*^, 3.00 

Fig. 6005. Rem we Tiger's Vaginal i 'amphoric Eluetrodi'. ... , , 1.50 

It, ronnists of n performed r-f>|P|.n.-r bull; mounted cm an insulated tube, 
fitted with uozzTo ami cord rip ton net; ion, affording a mourn* o( applying the 
axy <blonde of copper together with i cataphoric dosage of u desired mod im 
men I For tile iftumCM-ni of pyofialphius with the positive galvanic current. 

(See N'inswimger, figure 30. page 101 > 

Fig. 6160, Dr. White's Uterine Elevator Electrode. , ..... 5,2S 

This electrode, when applied in connection with either n slow dniisoisdtil 
current or an interimiLient rapid nihii snid&E current* is a most valutthlti menus of 
restoring prolapsed uteri nnd other forms of uterine mal position to normal poise. 

If the indifferent pad is placed over the second lumbar vertebra, the 
VMHtilta will be bitter than ir over the abdomen. The metal part is a solid 
aluminum easting, finely polished, while the insulated portion is hard rubber. 

It can be attached to the ordinary universal wooden handle. 


Euipoise 

Eschew 

Euclid 

Eskimo 
Etich re 
Epicure 


Eulogy 


A GOOD LUBRICANT FOR ELECTRODES 

Fir. 0- S. Neiswjmger of f'hirngn, the eminent electro-theropentisL recommends the following ns 
a most satisfactory lubricant anti one that docs not interfere with the action of the I'urmil: 

Ttko i in. of the best white from trsgieantli, put into a ipurr mason jar and add i pint of water 
and l pint of give o* thy mol ine. or liny other antiseptic solution: let stand until tiagicaiuli j* dissolved. 

NOTE! Any of the above electrodes witli screw terminal, smelt as No, 5009, No. DGfitf. No, GlfiO, 
etc., may bo attached to a high frequency handle for high frequency treatment, by using Adapter No 
6510 or No. fid 11. 
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CERVICAL AND INTRA-UTERINE ELECTRODES 



Fig. (Hi Hi rup Shaped Ktoclroda for Uterus. THU electrode of im 

irjHtihit^l Mein supporting an Insulated nickehplaM ni)> do he lilted with 
Tno * £t l ' ll J ,llJl1 covered wltli gaiueJ, and used to re)ilace end support the 

tun lapsed uterus whHe it end its aUjidiin vnfs ore being stimulated 1 1 v the 
XXVd ° r sinusoidal current. <$oe Xei&wauffcr, figure 2. r i, chapter 

Fl * QW*- NfcfowaUgTr's fjitaphdr'b- Cervix KletlrodV' Thii' ■dccnrode eoiiVih^" 

:i fwrionited hard nib her bull *u mw tiding a, platinum terminal wiiirh U\ one 
14 roTs?rreri with momt, cott oil Mux been used in trenting hneratHms of the 

p- ™f X ' i w(t S, affttifyhis faults.4.60 Espionage 

***• Mlin - h Itichirprh k Copper Electrode. This nice inula consist* of an iiiHulolod 

Ml>m supporting a copper dUc, shni.c! to lit over the external tm, for th h■ 
treatment of erosions Uy cupper cutiiphoreflfe with the positive fralvanlc current 3,50 English 
frig. till©. Dr, iroldssi'Ohns Copper Tntra-1 tonne Elect rod ex per set of four *izcH 

1~ to 20* French.. ... . ^ 

Fig* 0210. Price, out; only. .. .. Y Epilogue 

For The t-mitmmit of cervical eai Jkr rli with the jmsiihe tralvnm. nirreul 1 ' fiJllw * e 

(Soo NelswatiBef. figure 22, pago 19(b) 

Fig, 0O9B, XebwaiureF h 5 Copper Intro Otertne Electrodes, hiRulatod tip innl stem, 

Filf. 6199. Price, one only.. 6 ^9 g^lpnge 

To prevent concentration nf cummi uf the point of the electrode For 1711 K Murage 

use with the positive galvanic current (See NTHwanger, paire lib' 

Fits, bll ' 1 Cooler* In t in 1 7 ferine Diluting Electrode, nicked plated To he used 

with the negative galvanic or sinusoidal current . , .... . 3 2 fi V* ju 

Fist. 6117. (ifjeletls Intra-Ulerine Electrode, pine cupper, For the tmidniVtiV of »*peaiw 

tie- positive gnlvnnii- current. f*Saw XnswftUgCsr, chunter 7 .) .. ora v™,i • 

Fig. 011ft. Gnclet ‘s Iplra-Uterine Electrode composed of zinc, Used for zinc mer '** W ^nuiiate 

cary amalgam camphor wis, for escharotic effects in iiitcrittorlne lesions, willi 
The uo&ftive galvanic current (See Xeiswattger, chapter 7 i 4 50 Fn fJ ; 

NOTFl Any of the above dec Erodes with screw terminal, such os No nu\c, and No. 6001 may i-e 
attached to a high frequency handle for high frequency iieatmimt by mtlng Adapter Xu 6Mu n y 
Ko. 6511, 
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GALVANIC* FARABIC AND SINUSOIDAL ELECTRODES 


RECTAL ELECTRODES 



Fig. (itKJ'i Rectal Electrode, nickel-plated. To be used with the surging sihuBo’uUtJ 
or tr.rroln- wave iitrriuil, to Miratlhite atonic rulonic, or rectal imiaHen in the 
treatment of constipation .. . . . . . . , , .Si.75 

Fig. 6007. 'Rert.nl Electrode, Insulated. Same ii* No* 0006 with inaulated Mum . . 2.00 

Fig, 6053. Copper Rectal Electrode /or Hemorrhoid*. For the treat nk'iit of Iilhh- 

onrioids witli the positive galvanic current, (See Xeiswiinger, figure 13 6 H 
rlttijilflr 2d )..*.. ■*.♦.***■ .* .. 3.00 

Fig, <'h7jH. Dr. Mol It Waggoner 'k Rurtai Dilator* used with Rapid SiuiiHuJdul Cur 
rent for dilating sphincter muscle, p?1 of H ghees with binding pottM for elortriml 
connection ... *.* . .,*****.,**..,*,,,, 5.00 

Fig. 0150. Dr. White's Bl-Polar Racial Electrode . . . 6.00 

This electrode connected with thr sinusoidal current affords powerful 

stimulation of Hie sacral sympathetic ganglia. It is invaluable In many pelvic 
disorders which arc due to loss of lour of f lic sympathetic nervous system,' Hindi 
um constipation ami allied conditions, uterine d is [da cement, pros fa tic trouble, 
oh tern ptosis. etc. 

With tills? electrode the effect n peculiar to ‘"Orificlnl Surgery,*' such ns 
flushing of tlic capillaries, are readily obtained by iljiuiuk of citlnir the slow 
sinusoid [(I or the intermittent rapid, sinusoid til current. 

The electrode comes apart for steriltalng. the cut showing manner in 

which it ib re assembled 


Ethics 

Exeinplar 


Envy 


Exalt 

Entrance 


Fig* ROSA. Curved Rectal Electrode, To be used fur high colonic or vaginal 

stimulation with the furadie wave or surging sinusoidal current . 3.00 Eros 

Fig, fit 13. Copper Fistula Electrode, For the treatment of Fi*1uln 3 with the 
positive galvanic current producing cupric cHtaphorraU. which ha* a powerful 
astringent and germicidal effect. * . * *. *..,.* .*...* . .75 Expand 


NOTE! Any of the above electrode* with screw terminal, such hr No, 6006 and No. 600T may 
bti attached to a high frequency handle for high frequency treatment, by using Adapter No, 65J0 or 
No. rtoil. 
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PROSTATIC ELECTRODES 



Fig, 

Fig, 


Epsotn 

Kruse 


Fig 

Fie 

Fi ; 


h.OO 

Exempt 

3.25 

Essay 

4.00 

Ere bus 


61S1. Electrode fur treat tug on In rued prostate gland and vest 

colitis, fun hiding gold beater's bag. ,. .. 34.00 

iiKt 2 , Eacivn tlold Dealer's Skin Bags tor Nu. (H3i, each.. „. . -75 

Tins electrode bux hot'll aiiCQOftxfully employed by Dr, r s. Xeiswaitger 
for the- appiiciiHmv of hoot arid iiqftiuvp galvanism in prOftlifttle tmiiraoiit- 

Th* techulque in detail is ns follows: Flare live patient in Sims* p;>Mtiini. 

Put a wrlf wetted abdominal pad on the nhdmtitiu, held in pfMilioh by the ii at ini it 
Moisten gitEd beater's ^k|p tit water nutU thoroughly wet ami liihrieutc well with 
uuvihiive net n non-conductor. Introduce tin electrode inn. the rectum 1' 
cover III" gland* or until lh«* hag is out f>f sight, and alLndt to the anode of u 
Co m-M u 11 1 rnrreni, the cathode living connected to the abdominal pod, Dissolve 
a bout a tn hl*spoonfn I of salt in a pint of hot wafer nml ^in-vfint in 11 'b ||ml| j l lJi 
m vritrge ahoiit nis fret* from the floor. Never allow the bag to till to its capacity. 

If van dm it may teak. Hold the rubber tube from syringe between th" thumb 
and linger of the right hand and, with a watch ni the left ha ad, allow the 
water to flow into tit. ekirtrodo flee to six hoioimIk. Turn on purveui from 4it 
to r*0 millianiperos stud maintain for ton minute:-. 

r W Howen's Prostate Kbetrod- To be need with tlie F««uilie Wave 

or Surging Sinusoidal Fufront, for massage of the proshiie gland , -,. 

fit OP. Neinwajievr's Fro static Cataphoric Electrode with galvanised iron wire 
applicator for milking applications to the prostutir urethra, as shown in nil. 

KHH1 X e ik wringer's Cataphoric Electrode. unite jin dlun, with copper win* 
applicator, for application to entire urethra, with perforations covering full length 

5 lu g recent .trticlo on tho Treatmmit of Hypertrophy of the Prostate, 

Strictures, etc.. Dr Neiswanger says: 

J " In i real i rig pros In tic enTiirgements by flue former process of iisina Iodine 
un ihc negative pole of the current, many dlfbeulties were to he overcome amt 
sut'li care exercised in the technique that it was uinvent miptmsjlde for Hie 
physician not an expert electro therapeutist lo use it successfully- The improved 
method of cataphoric uppltrnl ion of Thiusiuaniin, which was referred to in a 
recent article published in the * American Jottfim) of Clinical Medicine* ifl tnuoh 
aim pier mid I be results more certain. 

The hoi lie electrode is employed that was introduced hy me several years 
sinro—see PKUJ above The uppllcrthir for this class of Work was formerly 
iiimlc ni copper, but. for the limver me I In id, gal v linked iron wire ik best suited. 

A two i* I u>rit. cotton is looselv wound around the applicator for (iboiil three inches, 
siii.it after being Riitnriited with liic solution of Thtaftinumln it is replaced In 
I In hurd-rubber Tiwoptucta and introduced into the prostatic urriha . It is 
then attached t<> the positive pole of a count urit current buttery and a current 
strength of ten inilltimiperes is allowed to flow for ten minutes. ^ The negative 
is the usual abdominal pud Truntment ift given every fourth day 
Fig, 0103. Arm strong-Nets warmer Urethral Electrode, complete with copper, silver 

and line-wire npplkiitar*. ... . T ... B.OO Evident 

Dr. J. J, F. ArmulrottE'ft modiflcuflon of lb. Keiwwniigor^ ebwtrodi' iltpwn 
nbove intcmloii for application of a MjUiltun of the respective- metallic salts 
with the applicators of different fwrniKhed* Found very effective in 

trcaiuu-ni ef eh runic urethritis. 

Fig. fi203, Extra Copper Wire Apjdicutor, each . , .. - - 

Fig. flBtia. Extra ftinr Wire Applicator, eaeli.. . 7& 

Fig. fit04, Extra Silver M'vre AppMciitor, ca* h . . , . . .. ■ * ■ ■ - l' 25 

Fjg. saOO* Extra Onlvani/od Iron Wire Applicator. e»ch. *75 


Espint 

Erskine 

Estoppel 

Evangid 
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GALVANIC, FARADIC AND SINUSOIDAL ELECTRODES 


URETHRAL ELECTRODES 



Ffjft 0050 . Metallic Sound, nickel phited . # .$ 1.25 

Fig. 0075. Neiswauger V Urethral Cataphoric Electrode, inc.ludiug two 

olives, Nos. 18 and -4, French . . * . . . , ., ., . 5.00 

Hits been successfully employed by Dr. Neiswangrr for the 
cataphoric applieatictj of Thiosiimnnu in urethral stricture. The 
hard rubber olive has a hollow chamber to contain moistened 


cotton making contact with n platinum terminal. 

Fig. 0175* Hard Rubber Olive for above, size 18 French... T ,, .85 

Fig. 0275. Hard Rubber Olive for above, size 24 French, ....85 

Fig. 0021 * Urethral Electrode, insulated with hard rubber,, . 1.50 


Fig. 0270. Assorted Olives, set of six, pure copper, to lit electrode. .., 3.50 
Fig. mm Olives, nickel plated, set of twelve, size 10-32 French scale 
to tit stem No. 5021, used for the treatment of urethral stricture, 
with the negative galvanic current. (Sec Nciswnnger, figure 2d, 
chapter 24.) Can also be used with the negative galvanic and 
the sinusoidal current, for the treatment of dysmenorrhea and 4.50 
sterility. (Sec Neiswauger, figure 23, chapter 2 b) 

Fig. HI 70, Separate Olives only, specify size. French scale, each. ,35 

Fig. til09. Neisvvunger^ Varicocele Electrode. To be used with the 

positive galvanic current, (See Ncmwunger, figure 19, chapter 2(h) 2,50 


Code Word 
Emigrate 

E in py real 


Enmesh 

Enshrine 

Equerry 

Emerald 


Em t ice 

Erlking 

Egress 


\ T OTF:[ Any of the above eJoctrodeis with *vrw teimuud, Hindi ah Sit. rl050 nml No. 6021 may he 
attached to a high froquunry liandto for high frequency treatment, by using Adapter No #1510 or No. lijll. 
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NEEDLE HOLDERS, EPILATION ACCESSORIES, ETC. 


6148 


6107 6207 


6146 


Hard Rubber Needle Holder . . ....,. $i.25 

r inifil, Hard Rubber Needle Holder, with interrupter...,,,.. . 2.25 

KIg. 6107. Hard Rubber Needle Holder,, round, . 1.00 

Fig. 6207, Needle Holder with Magnifying Glass... 4,50 

A very convenient device for use in epilation. The needle 
bolder will receive any size needle, while the lens nuiv be adjusted 
to the proper focus by means of the sliding sleeve on which it i* 
mount ed. 

Fig. 6072. Depilatory Forceps .. .... 50 

Fig, 6146. Noiswaiiger** Cntaphuriu Goitre Electrode... 6.75 

For Xeiswanger*s latest npjdivnlkm of Thiosinaimn in the 
treatment of goitre, in which lie has been nice ting with marked 
success. 

Fig. 6147. Dr, Rice's Face Almost hi! tizer .. . . 3.75 

Used with great satisfaction with udrctinUu and cocaine for 
anaesthetizing the face preparatory to the electrolytic removal 
of superfluous hair or treatment of blemishes* 

Fig. 6148. Dr, Rice X Lip Annesthutizcr. .... .. . 2.25 

Used for tiro same purpose as above, but especially adapted 
to anaesthetizing the tip. 

Needles For Epilation 

Fig. $$)Q* Sharp Steel Needles, per dozen. 2.00 

Fig. 6606, Sharp Steel Needles, each ... .18 

Fig. 6601, Hayes* Bulbous Pointed steel Needles, per dozen . 2.50 

Fig. 0601. Hayes* Hufhovm Pointed Steel Needles, each . . .. ,25 


Gode Word 
Extirpate 
Fusel 
Equity 
Eft so men t 


Excavate 

Epigram 


Escort 


Euro] m 


Erin 

Erin 

Essex 

Essex 


m ui 
































APPLIANCES FOR FACIAL, SCALP AND BODY MASSAGE 


6035 


t’mU* Ward 

ELrAira 

fclgiili i 
Et.reptrifi 


,60 Enchant 

1J0 
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GALVANIC, FARADIC 1 AND SINUSOIDAL ELECTRODES 


: 



Fig. ouz 


Edam 


C turban. * yliialfr KUyfriKU,.. , . 1.GIJ 

V vi*r> rim vena-til Carbon Eku'trmlv, c&|£(&?&JJy hui^' 6 ta 
;i ] i|'lus wit] i tUn potilMv*- jjfrte: si/.r% incite* in li-nsjHi by 
i mi- 11 in iliiHiietcr. It. vi r stis. r »K i 3ifiJii , i/ \>y\ A tlcnmihihiglta ' fur hltwil- 
in-.Ejr the fare, Imt it ^ useful_ itt fyy tmitin*nil whyn a nan 
rnimsive Meetrofiii/ at T this shape is *tijtfiHle. 

in- in ifrU Art tn*i '.'in ijnj - dilivi*jy F u 'H ciiiAtifo, i*xw£tiii|f ili&t 

lie ailawenj wbem? m*|i tH'cAuiji|thJien lUw Oidir. 


STOTE! A 
discount of 5% 












































